Intra-aortic balloon ECG artefact.
Patients undergoing intra-aortic balloon counter pulsation (IABP) for acute life threatening cardiac disease usually have abnormal electrocardiograms (ECGs) and are prone to arrhythmias and conduction disturbances. We report a patient in whom movement of the electrocardiographic lead to the left leg by the balloon catheter caused artefact simulating a conduction disturbance and arrhythmia.